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Clinical Paper | Technical Note

Usefulness of Bipolar Forceps and Generator
with High Frequency Technology 

(Vesalius model MCNTM) for Point Coagulation
and Tissue Adhesion Prevention

Application for Point Coagulation and Tissue Adhesion of Bipolar Forceps and Generator

with High Frequency Technology (Vesalius model MCNTM)
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1) Department of Neurosurgery, Atsugi Municipal Hospital
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ROSAI Hospital
3) Department of Neurosurgery, Jikei University School of Medicine

Bipolar forceps is an indispensable instrument in modern neurosurgery. The adequate coagulation
character has led to the innovation of its modifications. However, adherence of the charred tissue
on the bipolar forceps tips may cause several severe problems and sometimes damage to the sur-
rounding tissues. The VesaliusTM, with its high frequency technology can be a good system for
reducing adherence of the charred tissue and can perform a point coagulation. We report the effi-
ciency of the new bipolar forceps (VesaliusTM) by using the laboratory and clinical examinations.
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I. Introduction

There is no argument that it is essential to
achieve precise coagulation/haemostasis in
neurosurgical procedures. Since Greenwood4)

introduced the bipolar coagulation device for
neurosurgery in 1940, various bipolar systems
have been developed 1, 5-7, 9) and put into

clinical use. However, tissue adhesion on the
bipolar forceps tips not only prevents appro-
priate and effective haemostasis but also
requires frequent cleaning during the surgery,
causing considerable stress for clinicians. In
October 2006, a high frequency bipolar coag-
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Technical Note

systems in view of the current application time
during surgeries.

1. Comparison of temperature at the forceps
tips 

Dipped in saline, the temperature of the for-
ceps tips of Vesalius was compared with that
of NS-Hardy and IsoCool. The change of tem-
perature at forceps tips was monitored by an
infra-red thermography (Handy Thermo TVS-
200 Nippon Avionics Co., Ltd) and analysed
using PE Professional (Nippon Avionics Co.,
Ltd.).

2. Tissue adhesion on the forceps tips
(Histological study)

Using chicken eggs, the forceps tips of
Vesalius, NS-Hardy and IsoCool were exam-
ined whether egg yolk would adhere to the tips
of each system. The results were compared
with the naked eye.

3. Tissue adhesion on the forceps tips
(Histological study)

Coagulation was performed on the cerebellar
cortex of a piglet using Vesalius and the coagu-
lated part was formalin-fixed and paraffin
embedded. Histological sections (5 µm thick)
were prepared and stained with haematoxylin
and eosin. Coagulation area and histological
damage (the degree of corrugation) due to
coagulation were compared to the samples pre-
pared by the similar method using NS-Hardy.

4. Tissue adhesion on forceps tips 
(Clinical trial) 

We studied a patient with tuberculum sellae
meningioma who underwent surgical treat-
ment.
Tumorectomy by right frontotemporal cranioto-
my was performed using Vesalius for dissection
of the tumour and coagulation of its feeding
vessels.
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Fig.2 Thermography showing surfaces of the tip of the bipolar forceps during electrical coagulation in the normal
saline. A: Vesalius mod. MCNTM, 2606224. B: IsoCoolTM 8135050S. C: Hardy Non-Stick Bayonet, 12-1235NS.

III. Results

1. Temperature at the forceps tips
Compared to NS-Hardy and IsoCool, the tem-
perature rise of Vesalius was more localized to
the forceps tips. The maximum temperature of
Vesalius was 71.09°C (Fig. 2A) and that of
IsoCool was 72.05°C (Fig. 2B), both being the
ideal temperature below 80°C. Meanwhile,
with NS-Hardy, the heated region of saline was
larger and the maximum temperature was
91.48°C, higher than 80°C (Fig. 2C).

2. Tissue adhesion on the forceps tips
(Investigation with the naked eye)

The coagulated tissue (protein) adhesion test

using chicken eggs showed that there was no
tissue adhesion at the forceps tips of Vesalius
(Fig. 3A) or IsoCool (Fig. 3B). In NS-Hardy’s
case, coagulated tissue adhered to the forceps
tips, causing a rupture of egg membrane and
leakage of egg yolk (Fig. 3C, D).

3. Tissue adhesion on the forceps tips 
(Histological study)

In case of NS-Hardy (Fig. 4A, B), the tissue
damage due to coagulation obviously extended
beyond the size of the forceps tips. Also it was
clear that the depth of degeneration and the
degree of corrugation was more significant
compared to Vesalius (Fig. 4C, D).
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Fig.3 Photograph of the tip of the bipolar for-
ceps showing immediately after coagulation of
the surface of the egg.

A: Vesalius mod. MCNTM, 2606224. 

B: IsoCoolTM 8135050S. 

C, D: Hardy Non-Stick Bayonet, 12-1235NS.
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Fig.4 Histological study (HE stain, x100) of the pig brain cortex coagulated with bipolar forceps.
A, B: Hardy Non-Stick Bayonet, 12-1235NS.  C, D: Vesalius mod. MCNTM, 2606224. 

Fig.5 Gadolinium-enhanced MR images revealing meningioma around tuberculum sellae (A: axial view. B: sagit-
tal view). C: operative view of tumor coagulation in tuberculum sellae meningioma with Vesalius.
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IV. Discussion

Effective haemostasis is by all means indispen-
sable in neurosurgical procedures and there is
no argument about the importance of the use of
an appropriate bipolar forceps which accom-
modates each surgical manipulation. It is possi-
ble that tissue adhesion at the forceps tips will
cause the frequent interruption of the surgery
for cleaning, extended surgical time, and stress
to the practitioner. But more controversially, it
may distract the practitioner’s attention from
the surgical site. Also there is a risk to pull out
the surrounding critical structures with a bipo-
lar forceps adhered to the coagulated tissue.

As it Is generally considered that the tissue
starts to coagulate at around 70-80°C, a bipolar
forceps with the tips integrated with a new
cooling system based on heat pipe technology
has been recently developed and is attracting
attention for its usefulness.

On the other hand, Vesalius can be called a next
generation coagulation system which enables
appropriate and effective point coagulation
based on the entirely different method.
In principle, Vesalius’s high frequency energy
(4MHZ) resonates with water binding energy
to generate less kinetic energy (surplus heat)

resulting that the temperature at the forceps tips
is maintained at 65-80°C.

As for the temperature change at the forceps
tips, it is known that the region of temperature
rise enlarges at the medium or higher coagula-
tion power level. In fact, with NS-Hardy, the
high temperature region extends further around
the forceps tips and the tips temperature
exceeded 80°C. However, the forceps tips of
Vesalius and IsoCool were maintained below
80°C under the same environment and the high
temperature regions of both systems were well
localized, indicating their effectiveness in point
coagulation. The tissue adhesion test and histo-
logical evaluation using chicken eggs revealed
that the degrees of histological damage (corru-
gation) were distinctly different between NS-
Hardy and the other two systems.

Furthermore, no damage to the critical struc-
tures surrounding the coagulated point during
the clinical use confirmed the safety of applica-
tion of Vesalius. Another remarkable advantage
is that the forceps tips did not require any clean-
ing despite repeated dissections and haemostasis
procedures throughout the surgery which lasted
several hours. The system fully demonstrated its

4. Tissue adhesion on the forceps tips
(Clinical trial)

In tuberculum sellae meningioma (Fig. 5A, B,
C), it took approx. 3 hours in a row to dissect
the tumour and to achieve haemostasis by

coagulation. Throughout the operation, the
forceps tips required no cleaning and generat-
ed no heat injury in the surrounding critical
structures (optical nerve and pituitary stalk in
this case).
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effectiveness in the clinical setting. Also,
Vesalius provides a high cost-benefit perform-
ance since the bipolar forceps set is reusable.

Though this study was operated under the single

condition with the coagulation power and time
set at the clinical level (30 M.U., 14 V. U., 5 sec),
further comparative analysis using various coag-
ulation settings will be desirable for more pre-
cise and reliable assessment of the product.

V. Conclusion

By applying high frequency energy (4MHz),
Vesalius can achieve coagulation without caus-
ing tissue adhesion at the forceps tips.
Therefore heat leakage which is said to inflict
damage to the surrounding critical structure
can be limited to the minimum. 
The apparatus is considered as an effective tool

for neurosurgical procedures which require
precision and control.

Acknowledgement
We sincerely appreciate Tokibo Co., Ltd. for
their cooperation in preparing for this article.

This is a translation of the original article from Currently Practical Neurosurgery/                        vol 18, no.5, 2008.5

Reference

1) Yoshiteru Arakawa, Nobuo Hashimoto:Study of

advantage on Heat-Pipe type Bipolar Forceps

(IsoCool).Pubulished in Magazine for Neurosurgery

14:698-705, 2005

2) Dujovny M. Dujovny N. Gundamraj R, et al: Bipolar

coagulation in neurosurgery. Surg Neurol 49: 328-332,

1998

3) Gaugler RS: Heart Transfert Device. U.S. Patent 2

350: 348, 1944

4) Greenwood J Jr: Two point coagulation: A new princi-

ple and instrument for applying coagulation current in

neurosurgery. Am J Surg 50: 267-270, 1940 

5)Yoshiaki Kumon, Hideaki Watanabe, Hiroaki

Matsumoto, Etc :Temparature Variation on an area and

effect on Tissue when coagulating with Isocool.

Currently Practical Neurosurgery 15: 951-958, 2005

6) Mikami T. Takahashi A, Hashi K, et al: Performance of

bipolar forceps during coagulation and its dependence

on the tip material: a quantitative experimental assay.

J neurosurg 100: 133-138, 2004

7) Ohta T, Funatsu N, Kuroiwa T, et al: Bipolar diathermy

forceps with automatic irrigation, J neurosurg 62: 933-

934, 1985

8) Kaoru Sakai, Morimoto, Otaki, Etc: Temparature

Variation on an area and effect on Irrigation when

coagulation by bipolar. Magazine for Neurosurgery 4:

133-137. 1995

9) Sano H, Kto Y, Zhou J. et al: New jet irrigation bipo-

lar system. Neurosurgery 38: 1251-1253, 1996

624    Currently Practical Neurosurgery |                          vol 18, no.5, 2008.5

Folder_bipolar_ing  22-06-2009  17:19  Pagina 10



www

Folder_bipolar_ing  22-06-2009  17:19  Pagina 11




